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Objectives: Previous evidence supports a direct relationship between the calcium
burden (volume) on post-contrast CT with the percent internal carotid artery
(ICA) stenosis at the carotid bifurcation.We sought to further investigate this relationship
by comparing non-enhanced CT (NECT) and digital subtraction angiography (DSA).
Methods: 50 patients (aged 41–82 years) were retrospectively identified who had
undergone cervical NECT and DSA. A 64-multidetector array CT (MDCT) scanner was
utilised and the images reviewed using preset windowwidths/levels (30/300) optimised to
calcium, with the volumes measured via three-dimensional reconstructive software.
Stenosis measurements were performed on DSA and luminal diameter stenoses .40%
were considered ‘‘significant’’. Volume thresholds of 0.01, 0.03, 0.06, 0.09 and 0.12 cm3
were utilised and Pearson’s correlation coefficient (r) was calculated to correlate the
calcium volume with percent stenosis.
Results: Of 100 carotid bifurcations, 88 were available and of these 7 were
significantly stenotic. The NECT calcium volume moderately correlated with percent
stenosis on DSA r50.53 (p,0.01). A moderate–strong correlation was found between
the square root of calcium volume on NECT with percent stenosis on DSA (r50.60,
p,0.01). Via a receiver operating characteristic curve, 0.06 cm3 was determined to be
the best threshold (sensitivity 100%, specificity 90.1%, negative predictive value 100%
and positive predictive value 46.7%) for detecting significant stenoses.
Conclusion: This preliminary investigation confirms a correlation between carotid
bifurcation calcium volume and percent ICA stenosis and is promising for the optimal
threshold for stenosis detection. Future studies could utilise calcium volumes to create a
‘‘score’’ that could predict high grade stenosis.
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Coronary calcium scoring is a well-established diag-
nostic tool as it has been shown to correlatewith the degree
of coronary atherosclerosis and with future cardiovascular
risk [1–3]. The Agatston method of calculating the
coronary calcium score is the most widely used methodol-
ogy; it is based on a combination of measuring the
maximum radiodensity and the area of calcium deposition
[1]. However, there is limited knowledge regarding the
clinical significance of measuring the amount of athero-
sclerotic calcification in the carotid arteries due to a
relatively limited number of publications on this subject
compared with the amount of literature on coronary
calcium scoring. Interestingly, there is a growing body of
recent evidence showing a correlation between the calcium
burden at the carotid bifurcation with the degree of
angiographically proven stenosis [4–6]. However, poten-
tial significant differences inmethodology between carotid
vs coronary calcium scoring are that carotid bifurcation
calcium typically consists of a much larger volume and
only one primary vessel arises from the carotid bifurcation
to supply the brain vs three for the heart. In this regard,
early works using Agatston-like calcium scores that were
not volume-based found a positive correlation between the
calcium score and degree of stenosis, but the score was not
predictive of future stroke risk; however, preliminary
scoring utilising calcium volumes has shown a correlation
with both the degree of stenosis and the stroke risk [4–7].
Also, newer data using volume-based coronary calcium
scoring have shown a correlation between the score with
the degree of stenosis, similar to that obtained via
traditional non-volume-based coronary scoring; some
have proposed that such volume-based coronary scoring
may be applicable to other vascular territories [8].
The authors of this study have previously published
preliminary findings regarding the correlation and perfor-
mance of various calcium volume thresholds for detecting
internal carotid artery (ICA) stenosis near the carotid
bifurcation [6]. However, one limitation was that post-
contrast multidetector CT angiography (MDCTA) source
data were utilised to calculate the calcium volume burden.
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Thus, manual manipulation of window/level settings was
required to differentiate calcium from contrast within the
lumen, which could have theoretically affected measure-
ment objectivity. A second limitation was that MDCTAwas
the method implemented to document ICA stenosis.
Despite recent breakthroughs in MDCTA technology,
catheter digital subtraction angiography (DSA) still remains
the gold standard for evaluating carotid stenosis [9]. Finally,
there may have been a selection bias in that study as the
majority of the patients were undergoing evaluation for
head and neck cancer [6], which shares some risk factors
with atherosclerotic disease (e.g. male gender, age, smok-
ing). Selecting a different population with a relatively lower
risk of atherosclerosis, as well as a higher rate of true
negatives, could better evaluate a potential screening test.
In the current study, we set out to determine the corre-
lation between calcium burden at the carotid bifurcation
on non-enhanced CT (NECT) and percent luminal
stenosis on catheter DSA in order to confirm our previous
preliminary results by evaluating a somewhat random
population that should not have an increased risk for
atherosclerotic narrowing. In this study, we set out to test
the performance of different calcium volumes as pre-
defined thresholds for detecting a ‘‘significant stenosis’’.
Similar to the previous study, these thresholds were
utilised in order to detect lesions before they become
haemodynamically ‘‘significant’’. As a haemodynamically
significant stenosis is traditionally defined as $50%, we
set the threshold for calcium volume to detect stenoses of
$40% [6]. To the best of our knowledge, no previous
study comparing calcium burden calculated on cervical
NECT scans with the percent ICA stenosis near the
bifurcation on the catheter DSA exists.
Methods and materials
Patients
Internal review board approval was obtained and 50
patients were enrolled in this study over a period of 3 years
via a retrospective search within the radiology information
system (RIS). The inclusion criterion for this study was that
patients had undergone both a NECT of the neck (CT of the
cervical spine) and DSA of the carotid arteries within a
relatively short interval between the two imaging methods
(less than 3 months). We sought to implement DSA as the
vascular imagingmethod in this study because of its ability
to exclude traumatic vascular narrowing [10, 11]. Patients
aged under 40 years and with non-atherosclerotic narrow-
ing of the carotid arteries (such as radiation, cancer,
traumatic dissection, etc) were excluded from this study.
The reason for imaging was trauma to the skull base or
vertebra in 47 of these patients with or without subar-
achnoid haemorrhage. Of the remaining three patients, one
was imaged for alteredmental status (thought to be related
to trauma), one for malignancy (not near the ICA or
supplied by the ICA) and one for severe neck pain.
Included and excluded carotid bifurcations
Of the total 100 carotid bifurcations in these 50 patients,
88 were available for further analysis and were reviewed.
In 12 patients, the analysis was carried out unilaterally,
thereby yielding 88 carotid bifurcations for further ana-
lysis and review. Regarding those 12 patients evaluated
unilaterally, DSA data of the carotid bifurcation were
lacking on one side due to the lack of a dedicated carotid
injection on that side. In 2 of these 12 patients, a DSA had
been performed but 1 side was excluded from analysis
owing to exclusion criteria: 1 had arterial compression
caused by a neck tumour and the other had a carotid stent.
Regarding the remaining 10 unilaterally evaluated
patients, DSA was only performed on 1 side to exclude
vascular injury in 8 patients while in the other 2 DSA was
performed for a unilateral workup of subarachnoid
haemorrhage. Each patient’s DSA was screened to
evaluate for the presence of an intramural defect indicative
of dissection such as an intimal tear in order to exclude
them. However, no such patients with evidence of cervical
vascular injury on DSA were found and thus no patients
were excluded. Additionally, if there was evidence of an
occlusion (n51), the patient’s records were reviewed to
evaluate for long-standing occlusion and NECT images
were evaluated for the presence of overlying mid-lower
cervical soft tissue injury as theoretically cervical blunt
trauma could affect the lower ICA near the bifurcation.
Multidetector CT
All NECT scans were performed on a 64-array MDCT
system (Brilliance CT; Philips Medical Systems, Best, the
Netherlands) located in the emergency department.
Scanning was performed per routine cervical spine CT
protocol, using 140 kVp with a maximum tube current of
300mA (adjustable effective current depending on
patient body habitus), with a 6460.625mm collimation,
0.5-mm slice thickness, 0.5-mm reconstruction overlap,
pitch of 0.392 and gantry rotation time 0.75 s. Axial
source images were reconstructed at 0.5mm using a
dedicated convolution kernel for bone and soft tissues
separately and contiguous sections were fused to yield 3-
mm slice thickness for review and storage on a picture
archiving and communications system workstation.
Scanning time was approximately 13 s and the images
were obtained during a single breath hold. Scans were
performed in a caudal–cranial direction from the the
level of T1 up to the skull base. Source images were
displayed with a 20–24 cm field of view (FOV) depend-
ing on patient body habitus with a matrix of 5126512.
The source images were transferred to the three-
dimensional (3D) workstation for volume measurements.
Measurement of calcium burden
Calcium volume measurements were performed on a
commercially available workstation utilising Vitrea 2
software (Vitrea, Vital Images, Minnetonka, MN). The
measurements were performed jointly by a neuroradiol-
ogy fellow and a neuroradiology staff member with
more than 5 years of experience using Vitrea software.
For the purpose of carotid bifurcation calcium burden
measurement, a volume was manually ‘‘sculpted’’ from
2 cm above to 2 cm below the carotid bifurcation while
taking care not to include thyroid cartilage, cricoid
cartilage or styloid process calcifications. This sculpting
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consisted of drawing the area intended for inclusion on
serial axial images so that other sources of calcification/
bone (e.g. thyroid/cricoid cartilage and vertebra) were
outside of the drawn area and hence excluded from the
resulting sculpted volume. A set window/level of 30/
300 HU was used (based on results from the previous
study) after sculpting and this windowing was per-
formed prior to volume measurement [6]. Solely calcium
and bone were visible at that point. Clicking a button
labelled ‘‘measurement’’ enabled a volume measurement
of the visualised densities based on the resultant
sculpted and windowed volume. We did not attempt
to separate the external carotid or common carotid
calcium near the bifurcation from that in the ICA while
sculpting. The volume measurement of the plaque
burden was automatically calculated in terms of cubic
centimetres by the software. The smallest plaque volume
that could be calculated by the software was 0.01 cm3.
Figure 1a–c illustrates the aforementioned steps taken to
extract the plaque volume.
Digital subtraction angiography
Catheter DSA was performed with femoral catheterisa-
tion using a biplane DSA unit (Integris Allura; Philips
Medical Systems). In all patients a right groin puncture was
performed utilising single-wall technique with a 19-gauge
needle. A 5F introducer sheath (Cordis, Miami Lakes, FL)
was placed into the common femoral artery through which
the common carotid arteries were catheterised employing a
100-cm angled diagnostic cerebral catheter (H1 Head
Hunter catheter; Cook, Bloomington, IN) over an angled
hydrophilic glidewire (Glidewire; Terumo Medical
Corporation, Somerset, NJ). After a manual test injection,
typically 6–9ml of non-ionic contrast (Iodixanol 320
Visipaque; Amersham Health AS, Oslo, Norway) was
used per run. Images in anterior-posterior and lateral
projections were obtained for each injection in all patients,
with additional oblique projections using the same injector
settings if required or if a stenosis was suspected. The runs
consisted of a 38 cm FOV (AP), 30 cm FOV (lateral and
(a)
(d)
(b)
(c)
Figure 1. Calculation of plaque volume in a step-by-step fashion using the software and measurement of percent stenosis is
demonstrated. (a) Manually drawn region of interest for sculpting is depicted on the coronal maximum intensity projection
(MIP) image. (b) Calcified plaque on the sculpted MIP. (c) Volume rendered appearance of the plaque with automatic calculation
of calcified plaque volume with a single button click, calculated to be 0.25 cm3 in this patient. (d) Calculation of percent stenosis
on lateral view of carotid digital subtraction angiography. The luminal diameter was measured at the narrowest part (A), which
was a post-bulbar location for this particular case; B corresponds to the luminal diameter in the distal cervical internal carotid
artery with percent stenosis and was calculated using the following formula: Percent stenosis5(B–A)/B, yielding a 55% stenosis
for this patient.
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oblique) and a 102461024 matrix. The spatial resolution
was 0.3260.32mm.
Measurement of percent stenosis
Images were reviewed on the workstation and percent
stenosis was measured by using North American Sym-
ptomatic Carotid Endarterectomy Trial (NASCET) cri-
teria. These measurements were performed more than 3
months after the volume calculations with the interpreters
blinded to the calcium volumes. The luminal diameter
was measured at the narrowest location and at least 2 cm
above the narrowing (Figure 1d). Themeasurements were
performed jointly by a neuroradiology fellow and a
neuroradiology staff physician who had more than 5
years of experience performing catheter DSA.
Statistical analysis of the data
Pearson’s correlation coefficient (r) was calculated to
assess for the degree of correlation between calcium volume
on NECT and percent stenosis on DSA. Based on the
information obtained from our previous study, r was also
calculated for the square root of the calcium volume vs
percent stenosis as that study found a more linear relation-
ship using the square root [6]. Sensitivity, specificity,
negative predictive value (NPV) and positive predictive
value (PPV)were calculated separately for calciumvolumes
of 0.01, 0.03, 0.06, 0.09 and 0.12 cm3 using thresholds based
on preliminary results from the previous study, and again
defining a luminal diameter stenosis of .40% as a
‘‘significant stenosis’’, in order to detect a stenotic lesion
prior to the stenosis reaching 50% [6]. A receiver operating
characteristic (ROC) curve was plotted for each predefined
threshold value of measured calcium volume.
Results
Patients and carotid bifurcations studied
Of the 50 included patients, 34 were male and 16 were
female with an age range of 41–82 years (average
59.3¡10.8 years). Regarding the 12 patients evaluated
unilaterally, 8 were male and 4 were female. Therefore,
there were a total of 60 bifurcations analysed in males
and 28 bifurcations in females. Again, the indication for
the NECT of the cervical region was to evaluate for
trauma in all but three of these patients. None of the
patients had evidence of carotid vascular injury at any
level on the included side of DSA analysis.
Calcium volume as a predictor of calcium burden
Calcium was detected in 34 of the total 88 bifurcations
studied (range 0.01–0.35 cm3¡0.11 cm3). In 54 bifurca-
tions, calcium was found to be negative or below the
minimum volume that could be detected by the software.
The most commonly detected volume value was 0.01 cm3
in nine bifurcations, which is the smallest amount of
calcium the 3D software is able to detect
Percent stenosis by NASCET criteria and significant
stenosis
Varying degrees of ICA stenosis were found in a
total of 19 carotid bifurcations with an average of
34.2%¡25.4%. In 4 of these 19 bifurcations, the degree
of stenosis was ,10%. There were 7 carotid bifurcations
that demonstrated a significant stenosis of .40%, with 1
being totally occluded (tabulated as 100% stenosis). The
remaining 8 bifurcations consisted of stenoses ranging
from 10% to 40%.
Pearson’s correlation coefficient
A significant and moderate correlation was found
between the carotid bifurcation calcium volume on
NECT (measured in cm3) and the percent proximal ICA
stenosis on DSA (calculated according to NASCET
criteria). The correlation coefficient r was calculated to
be 0.53 (p,0.01). A scatter plot demonstrating the
moderate correlation between the calcium volume and
the percent stenosis is shown in Figure 2.
A moderate to strong correlation was found between
the square root of the calcium volume (in cm3) and the
percent ICA stenosis on DSA. The correlation coefficient
r was calculated to be 0.60 (p,0.01). A scatter plot
demonstrating the moderate–strong correlation between
the square root of calcium volume and the percent
stenosis is shown in Figure 3.
Statistical measures of performance and receiver
operating characteristic
Sensitivity, specificity, NVP and PPV were calculated
for the five arbitrarily set threshold values of calcium
volume, as summarised in Table 1. Statistically, the
square roots of these five thresholds provided the
same sensitivity, specificity, PPV and NVP; therefore a
duplicate table was not included for purposes of brevity.
A ROC curve was plotted for these five thresholds
(Figure 4), which demonstrated that the calcium volume
threshold of 0.06 cm3 provided the best combination of
sensitivity (100%) and specificity (90.1%) to detect a
significant (.40%) proximal ICA stenosis.
Discussion
Stroke is the third leading cause of death in the USA,
where at the age of 40 years the remaining life-time risk
of developing a stroke is one in five for males and one
in six for females [12]. Atherosclerotic changes in the
carotid, abdominal and peripheral vasculature places
these patients at a considerably higher risk than the
general population. Although most believe that the risk
of stroke increases with the degree of carotid calcium
burden, controversy exists regarding the association be-
tween the presence of carotid calcification and stroke [3,
4, 7]. For example, one study attempted to correlate the
amount of carotid bifurcation calcium (in a semi quan-
titative fashion) with white matter changes on CT and
concluded that carotid calcium did not independently
Correlation between carotid calcium burden and percent stenosis
The British Journal of Radiology, July 2012 e287
serve as a predictor of the severity of white matter
ischaemia [7]. However, another study found that
volume-based calcium scores of the cervical carotid
arteries were likely to represent an independent marker
for luminal stenosis and ischaemic symptoms [4]. Also,
a more recent study based on a density and area scoring
system (akin to coronary scoring) found a moderate
correlation between the carotid scores and 10-year
stroke risks in males [3]. Similar controversy exists
regarding intracranial ICAs calcifications. Although
angiographic changes of the intracranial ICA have been
shown to correlate with calcium scores, one study found
no correlation with the occurrence of future cerebral
stroke, while another study found a correlation between
‘‘high grade’’ ICA calcification (per visual assessment)
and small vessel infarcts [5, 13]. Nevertheless, although
there is controversy as to the stroke risk based on
various forms of calcium scoring, almost a total
consensus exists in recently published literature that a
correlation does exist between the calcium burden and
angiographically-proven stenosis [4–6]. Hence, some
measurement of the calcium burden could be utilised
to screen for high grade stenoses. Thus, we set out to
confirm the correlation between the carotid bifurcation
calcium burden on NECT and percent luminal stenosis
on DSA.
Figure 2. Scatter plot demonstrat-
ing the correlation between the
percent internal carotid artery ste-
nosis and the calcium volume (in
cubic centimetres) at the carotid
bifurcation.
Figure 3. Scatter plot demonstrat-
ing the correlation between the
percent internal carotid artery ste-
nosis and the square root of the
calcium volume (in cubic centi-
metres) at the carotid bifurcation.
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Currently, luminal narrowing expressed as a percent
stenosis is the only standard measure implemented to
report the extent and severity of carotid artery stenosis
owing to atherosclerotic disease. The widespread use of
this measure is based primarily on the results of several
well-known randomised clinical trials that have demon-
strated a reduction in the risk for ischaemic stroke in
patients with luminal stenosis of 50% (assessed by
catheter angiograms) after carotid endarterectomy com-
pared with conservative medical treatment alone [14–18].
However, it is important to mention that plaque
morphology and composition have also been suggested
to complement measurements of luminal dimension for
assessing carotid atherosclerotic disease leading to the
concept of imaging ‘‘vulnerable plaque’’, which may be
susceptible to rupture and embolisation despite rela-
tively spared luminal size [19–22]. CT imaging, espe-
cially after the advent of MDCT technology, has been
shown to be promising in demonstrating detailed plaque
morphology and depicting the plaque contents either as
the proportion of one to the other or as a percentage of
the total plaque volume [23–26]. Several other modalities
such as ultrasound (B-mode) and MRI or even positive
emission tomography have also been found to be
effective for characterisation of plaque contents [27–29].
The main initiative behind the above-mentioned efforts
of characterisation of plaque morphology is based on the
fact that a carotid stenosis of $70% occurs in ,10% of
patients with stroke, whereas a carotid stenosis of,70% is
extremely frequent in the asymptomatic population (70%
in males and 60% in females by 64 years of age) [25]. Also
notable is that most symptomatic patients have only mild
stenoses [30]. Such a phenomenon may be explained by
the accumulation of atherosclerotic plaque in the carotid
artery causing a phenomenon termed ‘‘positive remodel-
ling’’, in which the artery eventually enlarges, preserving
the luminal area [31]. In addition, a substantial amount
of atherosclerosis is usually present in the carotid bulb
before it causes a significant luminal stenosis [26]. There-
fore, plaque volume has been suggested as another
important feature in addition to percent stenosis and
plaque morphology. In a recent article by Rozie et al [26],
the authors found a moderate correlation between the
total plaque volume (including calcium, lipid and fibrous
components) and percent stenosis. In that study, the
contribution by lipid increased with increasing total
plaque volume (r50.62, p,0.001), while the contribution
by calcium also increased slightly (r50.42, p50.001) with
an increase in the total plaque volume. Calculating the
other components of the plaque volume is a more robust
technique but also more complicated, whereas solely
measuring the calcium volume could be an easier and
potentially a more standardised and reproducible method
of detecting the disease burden.
In our previous preliminary study using MDCTA for
calcium volume and stenosis determination, we demon-
strated a sensitivity of 94% and 88% at 0.03 and 0.06
volumes and specificity of 76% and 87%, respectively, for
significant (.40%) luminal stenosis [6]. That study
demonstrated a strong correlation between the calcium
Table 1. Statistical measures of performance for different calcium volume thresholds
Calcium volume ( cm3) Sensitivity (%) Specificity (%) NPV (%) PPV (%)
0.01 100% (7/7) 66.7% (54/81) 100% (54/54) 20.5% (7/34)
0.03 100% (7/7) 82.7% (67/81) 100% (67/67) 33.3% (7/21)
0.06 100% (7/7) 90.1% (73/81) 100% (73/73) 46.7% (7/15)
0.09 71.4% (5/7) 93.8% (76/81) 97.4% (76/78) 50% (5/10)
0.12 71.4% (5/7) 93.8% (76/81) 97.4% (76/78) 50% (5/10)
NPV, negative predictive value; PPV, positive predictive value.
Figure 4. Receiver operating charac-
teristic curve of five calcium volume
thresholds.
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volume and the percent stenosis of the proximal ICA
(r50.65), with an even stronger association found when
the square root of the calcium volume was used to
correlate linearly (r50.77). On the basis of that initial
study, the use of the calcium volume as a threshold to
evaluate luminal stenosis appeared as sensitive or even
more sensitive and more specific in detection of signifi-
cant internal carotid luminal stenosis near the bifurcation
compared with scans utilising helical CT or electron beam
CT (EBCT) for coronary scoring to detect significant
coronary stenoses. In the literature, there has been a strong
correlation between coronary calcium scoring positives on
EBCT (using a radiodensity threshold) and the degree of
coronary stenosis in the involved vessel on autopsy
(r50.66) [32]. However, in the current study the correla-
tions between the calcium volume and percent ICA
stenosis (r50.53) and between the square root of the
calcium volume and percent stenosis (r50.60) were
slightly less than the previous study. This difference is
likely to be owing to two factors. First, this study utilised
trauma patients (a relatively random occurrence) whereas
the previous study likely incorporated some selection bias
owing primarily to inclusion of head and neck cancer
patients who typically have an inherently higher risk of
having atherosclerotic disease. Second, a slight inaccuracy
in separating calcium from contrast in the previous study
could have overestimated the calcium volumes.
The two largest randomised trials of carotid endarterec-
tomy in newly symptomatic carotid stenosis are NASCET
and the European Carotid Surgery Trial (ECST) [14, 15].
Both trials imaged the carotid circulation by using conven-
tional catheter DSA, which was and still is considered to
be the gold-standard in evaluating the degree of carotid
stenoses. For this reason, DSA was used as the reference
imaging standard of the carotid circulation in this study.
Current clinical practice in North America relies on guide-
lines from NASCET, particularly regarding the quantifica-
tion of ICA percent stenosis, which is why NASCET rather
than ECST criteria were implemented for this study. We
utilised DSA for luminal diameter measurement imple-
menting the original NASCET criteria, instead of the
NASCET-like quantification of stenosis used in our pre-
vious preliminary study. Also, we defined a significant
stenosis as.40% as opposed to the conventional definition
of .50% since our aim was again to detect preclinical
lesions before they cause haemodynamic obstruction.
There is precedent for using the level of .40% stenosis
based on previous reports that have implemented ultra-
sound for early detection of ICA stenoses [33–35].
In order to determine the accuracy of calcium volume
to detect degree of stenosis we used five volume
thresholds, 0.01, 0.03, 0.06, 0.09 and 0.12 cm3, which
were the same arbitrarily-set threshold levels that we
used in our previous study [6]. The same thresholds
were used in order to compare to the previous study.
Interestingly, the current study actually found a higher
sensitivity (100%), specificity (90.1%) and NPV (100%) at
the optimum calcium threshold of 0.06 cm3 compared
with the previously calculated sensitivity (87.5%), speci-
ficity (86.7%) and NPV of (95.1%) at the same 0.06 cm3
calcium volume threshold.
Calcium scoring is often used in coronary vasculature
evaluation for plaque detection. Various methods have
been employed for this purpose including Agatston
scoring, volume-based scoring and modified Agatston
scoring [1, 32]. Although a point of debate, some current
data suggest that elevated carotid calcium scores may be
predictive of future cerebrovascular events [4]. Despite
there being promising studies initially that involved the
use of EBCT andMDCT for carotid calciummeasurement,
there is an ongoing debate as to whether calcium scoring
is a reliable indicator of cerebrovascular risk detection and
in determining the course of management [3, 7, 36]. One
controversy arises from the substantial measurement
variability (up to 30%) of the conventional Agatson score
if applied to the carotid bifurcation [37]. Another potential
limitation is that helical CT is well known to be sensitive
(88%) but not very specific (52%) in detecting a .50%
coronary stenosis [38]. Nonetheless, recent articles in
the cardiology literature strongly suggest that there is
additive diagnostic value of the coronary calcium score to
the coronary angiogram, presumably owing to the limi-
tation of percent stenosis in reflecting the severity of the
atherosclerotic disease process, especially during the early
stages of the vessel wall changes and positive remodelling
[39, 40]. Hence, it has yet to be prospectively studied as to
whether carotid calcium volume or other scoringmethods
will have similar measurement variability between
observers and if the specificity will be higher than that
of coronary calcium.
There are several notable improvements in the current
study. First, the previous study predominantly consisted
of patients with head and neck cancer, whereas in the
current study the majority of the patients included were
admitted for trauma management, theoretically decreas-
ing the selection bias as trauma is a relatively random
phenomenon. Second, our NECT evaluation utilised an
automated window width/level, which turned out to be
less time consuming (less than 1 min) and was likely to
be a more reproducible form of measurement, as op-
posed to the previous contrast-enhanced study that
involved a significantly greater amount of time (typically
2–5min per side) solely on segmenting vascular contrast
enhancement from calcified plaque. Third, and probably
the most significant improvement, there could have been
overlapping of calcium and contrast densities in the
previous study which could have resulted in over-
estimation of the calcium burden and that factor may
account for the differences in calculated correlation
coefficients between the two studies. Fourth, as DSA
[rather than CT angiography (CTA)] was utilised for
stenosis measurements, our calculations of percent ICA
stenosis should theoretically be at least as accurate as the
previous study. Therefore, by replacing CTA with NECT
and utilising a standard window width/level when
measuring calcium volumes, we theoretically eliminated
many of the previous limiting factors and thus the results
should be more reproducible. Also, since random trauma
patients rather than head and neck cancer patientswere the
majority of the included patients, these factorsmay account
for the higher sensitivity (100%) and specificity (91%)
encountered in this study for significant stenosis detection
at the optimal 0.06 cm3 calcium volume threshold. Hence,
our opinion is that if the results previously obtained by
CTA in a large cancer population are reproducible thus far,
and similar to those obtained by NECT and DSA in a
relatively random population, then it would seem that our
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observations in that previous study were valid and that the
use of calcium thresholds could be accurate.
There are several limitations of this study, the most
notable being that this was a retrospective analysis. A
limited number of subjects (n550) were studied with only
7 significant stenoses included. Another potential limita-
tion of our study is that only total calcium volumes from
the ‘‘tri-vessel area’’ (common carotid artery, external
carotid artery and ICA) were included, where the
uncommon inferior common carotid artery or upper
ICA calcified plaques or non-calcified plaques could be
missed. Also, although trauma is a random phenomenon
and we took great care not to include blunt traumatic
injury (the indication for evaluation in the vast majority of
the DSA cases), there is a theoretical possibility that
patients with traumatic vascular injurywould be included
as DSA may be inconclusive in cases of mild, non-
stenosing wall alterations [41]. However, this did not
occur in our study, where including traumatic injuries
that lacked calcium deposition would most likely have
lowered the sensitivity by creating false negatives; yet, the
sensitivity for stenosis detection at the 0.03 and 0.06 cm3
thresholds was 100%. Finally, it would have been optimal
to obtain 2–3 year follow-up clinical data to assess stroke
risk as well. We did review such records on available
patients but we discovered that, as this study was carried
out in a Level 1 trauma hospital and the majority of our
patients were referred from the emergency department,
some of them had sustained traumatic brain injury and
others did not have long-term clinical follow-up within
our system. Thus, most patients with clinical follow-up
also had serious injuries with neurological impairment
and as such it was not feasible to determine long-term
stroke risk in this cohort due to such confounding factors.
Although there is a need for screening methods to
detect patients at risk for higher grade stenoses, con-
troversy will exist as to which patients to screen and the
question will inevitably arise as to why not simply per-
form CTA or MR angiography in patients with cardio-
vascular risk factors. In our understanding, the intention
of a screening test is to identify patients who are at a high
risk in a lower risk, larger population to prevent the larger
population from undergoing unnecessary or invasive,
riskier examinations (e.g. catheter DSA). We note that
three commonly accepted elements of screening are (1)
outreach to populations with no previous medical
attention for the condition, (2) the identification of persons
likely to be at high risk for a specific disorder to make
further testing and preventive actions possible and (3)
follow-up and intervention of the screened population
[42]. Hence, it would seem that our random population
presenting for traumawould fit criterion (1) and our study
identified patients who met criterion (2), whereas we
acknowledge that criterion (3) needs to be determined by
a prospective, longitudinal study. Theoretically, such
studies could evaluate the use of NECT as a screening
tool by using a lower radiation dose optimised to the
energy of calcium for the purpose of measuring calcium
volume; this could theoretically be a quick screening tool
or even used in conjunction with duplex imaging. Also,
similar to what has been described in recent cardiology
literature, the carotid calcium volume could be utilised as
part of a scoring system or as an adjunct with additive
diagnostic value to the CTA [39, 40]. This study also raises
the possibility that, in theory, a relatively simple, semi-
automated technique could be developed whereby
computer software could help measure calcified plaque
that is not obscured by intravascular contrast. We note
that the use of calcium volumes is preliminary and as such
the utilisation for the purposes of ‘‘scoring’’ could be
augmented by future methods that also take into account
other important factors, such as maximum plaque density
and number of vessels involved or even plaque morphol-
ogy, which were not factors evaluated by this study.
Acknowledgment
Presented in preliminary form at the 46th Annual
American Society of Neuroradiology meeting on
Thursday 5 June 2008.
Conflict of interest
Dr AM McKinney has a research agreement with Vital
Images, Inc. (Minnetonka, MN) enabling him to receive
hardware and software for research purposes, but no
monetary benefit.
References
1. Agatston AS, Janowitz WR, Hildner FJ, Zusmer NR,
Viamonte M Jr, Detrano R. Quantification of coronary
artery calcium using ultrafast computed tomography. J Am
Coll Cardiol 1990;15:827–32.
2. Arad Y, Spadaro LA, Goodman K, Lledo-Perez A, Sherman S,
Lerner G, et al. Predictive value of electron beam computed
tomography of the coronary arteries. 19–month follow-up of
1173 asymptomatic subjects. Circulation 1996;93:1951–3.
3. Al-Mutairy A, Soliman A, Melhem ER, Hurst R, Krejza J,
Al-Okaili R. Carotid calcium scoring may correlate in males
with the traditional Framingham epidemiologic risk vari-
ables for stroke. Surg Neurol 2009;71:197–200.
4. Nandalur KR, Baskurt E, Hagspiel KD, Finch M, Phillips
CD, Bollampally SR, et al. Carotid artery calcification on
CT may independently predict stroke risk. AJR Am J
Roentgend 2006;186:547–52.
5. Taoka T, Iwasaki S, Nakagawa H, Sakamoto M, Fukusumi
A, Takayama K, et al. Evaluation of arteriosclerotic changes
in the intracranial carotid artery using the calcium score
obtained on plain cranial computed tomography scan:
correlation with angiographic changes and clinical out-
come. J Comput Assist Tomogr 2006;30:624–8.
6. McKinney AM, Casey SO, Teksam M, Lucato LT, Smith M,
Truwit CL, et al. Carotid bifurcation calcium and correla-
tion with percent stenosis of the internal carotid artery on
CT angiography. Neuroradiology 2005;47:1–9.
7. Fanning NF, Walters TD, Fox AJ, Symons SP. Association
between calcification of the cervical carotid artery bifurca-
tion and white matter ischemia. AJNR Am J Neuroradiol
2006;27:378–83.
8. Glodny B, Helmel B, Trieb T, Schenk C, Taferner B,
Unterholzner V, et al. A method for calcium quantification
bymeans of CT coronary angiography using 64–multidetector
CT: very high correlation with Agatston and volume scores.
Eur Radiol 2009;19:1661–8.
9. Bartlett ES,Walters TD, Symons SP, Fox AJ. Quantification of
carotid stenosis on CT angiography. AJNRAm JNeuroradiol
2006;27:13–19.
10. Malhotra AK, Camacho M, Ivatury RR, Davis IC,
Komorowski DJ, Leung DA, et al. Computed tomographic
Correlation between carotid calcium burden and percent stenosis
The British Journal of Radiology, July 2012 e291
angiography for the diagnosis of blunt carotid/vertebral
artery injury: a note of caution. Ann Surg 2007;246:632–42.
11. Provenzale JM, Sarikaya B. Comparison of test performance
characteristics of MRI, MR angiography, and CT angiogra-
phy in the diagnosis of carotid and vertebral artery
dissection: a review of the medical literature. AJR Am J
Roentgenol 2009;193:1167–74.
12. Lloyd-Jones D, Adams R, Carnethon M, De Simone G,
Ferguson TB, Flegal K, et al. American Heart Association
Statistics Committee and Stroke Statistics Subcommittee. Heart
disease and stroke statistics—2009 update. A report from the
American Heart Association Statistics Committee and Stroke
Statistics Subcommittee. Circulation 2009;119:480–6.
13. Erbay S, Han R, Baccei S, Krakov W, Zou KH, Bhadelia R,
et al. Intracranial carotid artery calcification on head CT and
its association with ischemic changes on brain MRI in
patients presenting with stroke-like symptoms: retrospec-
tive analysis. Neuroradiology 2007;49:27–33.
14. North American Symptomatic Carotid Endarterectomy
Trial Collaborators. Beneficial effect of carotid endarter-
ectomy in symptomatic patients with high-grade carotid
stenosis. N Engl J Med 1991;325:445–53.
15. European Carotid Surgery Trialists’ Collaborative Group.
MRC European carotid surgery trial: interim results for
symptomatic patients with severe (70–99%) or with mild (0–
29%) carotid stenosis. Lancet 1991;337:1235–43.
16. Mayberg MR, Wilson SE, Yatsu F, Weiss DG, Messina L,
Hershey LA, et al. Carotid endarterectomy and prevention
of cerebral ischemia in symptomatic carotid stenosis.
Veterans Affairs Cooperative Studies Program 309 Trialist
Group. JAMA 1991;266:3289–94.
17. Barnett HJ, Taylor DW, Eliasziw M, Fox AJ, Ferguson GG,
Haynes RB, et al. Benefit of carotid endarterectomy in
patients with symptomatic moderate or severe stenosis.
North American Symptomatic Carotid Endarterectomy
Trial Collaborators. N Engl J Med 1998;339:1415–25.
18. Randomised trial of endarterectomy for recently sympto-
matic carotid stenosis: final results of the MRC European
Carotid Surgery Trial (ECST). Lancet 1998;351:1379–87.
19. Ballotta E, Da Giau G, Renon L. Carotid plaque gross
morphology and clinical presentation: a prospective study
of 457 carotid artery specimens. J Surg Res 2000;89:78–84.
20. Lovett JK, Gallagher PJ, Hands LJ, Walton J, Rothwell PM.
Histological correlates of carotid plaque surface morphol-
ogy on lumen contrast imaging. Circulation 2004;110:
2190–7.
21. McCarthy MJ, Loftus IM, Thompson MM, Jones L, London
NJ, Bell PR, et al. Angiogenesis and the atherosclerotic
carotid plaque: an association between symptomatology
and plaque morphology. J Vasc Surg 1999;30:261–8.
22. Naghavi M, Libby P, Falk E, Casscells SW, Litovsky S,
Rumberger J, et al. From vulnerable plaque to vulnerable
patient: a call for new definitions and risk assessment
strategies: part I. Circulation 2003;108:1664–72.
23. Nandalur KR, Hardie AD, Raghavan P, Schipper MJ,
Baskurt E, Kramer CM. Composition of the stable carotid
plaque: insights from a multidetector computed tomogra-
phy study of plaque volume. Stroke 2007;38:935–40.
24. Wintermark M, Arora S, Tong E, Vittinghoff E, Lau BC,
Chien JD, et al. Carotid plaque computed tomography
imaging in stroke and nonstroke patients. Ann Neurol
2008;64:149–57.
25. Wintermark M, Jawadi SS, Rapp JH, Tihan T, Tong E,
Glidden DV, et al. High-resolution CT imaging of carotid
artery atherosclerotic plaques. AJNR Am J Neuroradiol
2008;29:875–82.
26. Rozie S, de Weert TT, de Monye´ C, Homburg PJ, Tanghe
HL, Dippel DW, et al. Atherosclerotic plaque volume and
composition in symptomatic carotid arteries assessed with
multidetector CT angiography: relationship with severity of
stenosis and cardiovascular risk factors. Eur Radiol 2009;19:
2294–301.
27. Zhao X, Underhill HR, Yuan C, Oikawa M, Dong L, Ota H,
et al. Minimization of MR contrast weightings for the
comprehensive evaluation of carotid atherosclerotic dis-
ease. Invest Radiol 2010;45:36–41.
28. Li F, Yarnykh VL, Hatsukami TS, Chu B, Balu N, Wang J,
et al. Scan-rescan reproducibility of carotid atherosclerotic
plaque morphology and tissue composition measurements
using multicontrast MRI at 3T. J Magn Reson Imaging
2010;31:168–76.
29. Graebe M, Pedersen SF, Højgaard L, Kjaer A, Sillesen H.
18FDG PET and ultrasound echolucency in carotid artery
plaques. JACC Cardiovasc Imaging 2010;3:289–95.
30. Dahl T, Cederin B, Myhre HO, Indredavik B. The
prevalence of carotid artery stenosis in an unselected
hospitalized stroke population. Int Angiol 2008;27:142–5.
31. Glagov S, Weisenberg E, Zarins CK, Stankunavicius R,
Kolettis GJ. Compensatory enlargement of human athero-
sclerotic coronary arteries. N Engl J Med 1987;316:1371–5.
32. Simons DB, Schwartz RS, Edwards WD, Sheedy PF, Breen
JF, Rumberger JA. Noninvasive definition of anatomic
coronary artery disease by ultrafast computed tomographic
scanning: a quantitative pathologic comparison study. J Am
Coll Cardiol 1992;20:1118–26.
33. White JE, Russell WL, Greer MS, Whittle MT. Efficacy of
screening MR angiography and Doppler ultrasonography
in the evaluation of carotid artery stenosis. Am Surg
1994;60:340–8.
34. Muller M, Ciccotti P, Reiche W, Hagen T. Comparison of
color-flow Doppler scanning, power Doppler scanning, and
frequency shift for assessment of carotid artery stenosis.
J Vasc Surg 2001;34:1090–5.
35. Arbeille P, Desombre C, Aesh B, Philippot M, Lapierre F.
Quantification and assessment of carotid artery lesions:
degree of stenosis and plaque volume. J Clin Ultrasound
1995;23:113–24.
36. Katano H, Yamada K. Analysis of calcium in carotid
plaques with Agatston scores for appropriate selection of
surgical intervention. Stroke 2007;38:3040–4.
37. Hoffmann U, Kwait DC, Handwerker J, Chan R,
Lamuraglia G, Brady TJ. Vascular calcification in ex vivo
carotid specimens: precision and accuracy of measurements
with multi-detector row CT. Radiology 2003;229:375–81.
38. Broderick LS, Shemesh J, Wilensky RL, Eckert GJ, Zhou X,
Torres WE, et al. Measurement of coronary artery cal-
cium with dual-slice helical CT compared with coronary
angiography: evaluation of CT scoring methods, interob-
server variations, and reproducibility. AJR Am J Roent-
genol 1996;167:439–44.
39. Diederichsen AC, Petersen H, Jensen LO, Thayssen P,
Gerke O, Sandgaard NC, et al. Diagnostic value of cardiac
64-slice computed tomography: importance of coronary
calcium. Scand Cardiovasc J 2009;43:337–44.
40. Choudhary G, Shin V, Punjani S, Ritter N, Sharma SC, Wu
WC. The role of calcium score and CT angiography in the
medical management of patients with normal myocardial
perfusion imaging. J Nucl Cardiol 2010;17:45–51.
41. Pugliese F, Crusco F, Cardaioli G, Tambasco N, Boranga B,
Scaroni R, et al. CT angiography versus colour Doppler US
in acute dissection of the vertebral artery. Radiol Med
2007;112:435–43.
42. Khoury MJ, McCabe LL, McCabe ER. Population screening
in the age of genomic medicine. N Engl J Med 2003;348:
50–8.
B Sarikaya, B Lohman, A M McKinney et al
e292 The British Journal of Radiology, July 2012
